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A simple monthly means chart system for monitoring
sperm concentration
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A simple, robust monthly means chart system for
monitoring sperm concentration was developed and used
in our andrology laboratory. The system relied on the
central limit theorem to allow estimation of chart limits
without resorting to data transformation procedures.
Once the chart was drawn up, the arithmetic mean of
sperm concentration was determined monthly and plotted.
Monthly means which fell outside 2 SE from the baseline
mean were investigated. Initial experience with this chart
system suggests that it provides a simple and useful
quality assurance method which should be applicable to
other semen variables such as motility and sperm
morphology.
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Introduction

Quality control in the andrology laboratory, as in other
clinical laboratories, should involve a multi-faceted approach
including both internal and external quality assurance
programmes (QAP; Matson, 1995). Although several early
studies (Freund and Carol, 1964; Jequier and Ukombe,
1983) identified large intra-and inter-technician variations in
semen analysis results, implementation of rigorous QAP has
been a slow process. Dr P.Matson has recently (1995–96)
co-ordinated an external QAP pilot study in Australia under
the auspices of the Fertility Society of Australia (FSA). The
FSA intends to establish a full QAP in 1997. However, it
is essential that laboratories participating in an external QAP
also implement rigorous and ongoing internal QAP. An
important component of internal quality assurance involves
the maintenance of charts portraying mean values for
laboratory results calculated at regular intervals (Knuthet al.,
1989; Cooperet al., 1992). Such charts provide the laboratory
manager with a potential means of detecting consistent
changes or drift in laboratory results, but they are unable
to detect pre-existing systematic bias.

The aim of this study was to develop a simple, robust
system for charting monthly means for sperm counts, which
could be readily implemented in most laboratories. The chart
system developed during this study relies on the central limit
theorem, thus obviating the need for cumbersome transforma-
tion procedures and complex statistical manipulations.
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Materials and methods

Semen analysis

Semen analyses were performed manually as described previously
(Johnstonet al., 1995).

Monthly means charts

The development of the charts was based on the central limit theorem
of statistics (Sokal and Rohlf, 1981). The main tenet of the theorem
is that as sample size (n) increases, the means of samples taken from
a population ofanydistribution will approach the normal distribution.
Thus, in the case of sperm counts, which are strongly skewed to the
right, the distribution of monthly means will approximate a normal
distribution, assuming that the monthly sample is of reasonable
size. This laboratory averages 160 semen analyses per month; the
procedure, however, would be applicable to any laboratory performing
at least 80 analyses per month. Smaller laboratories may need to take
bi-monthly means.

In order to determine the limits for the charts, it was necessary to
calculate the mean and SD for each variable from a previous year’s
tests (baseline). The SEM for the monthly sample was then estimated
by dividing the SD of the baseline data by the square root of the
average number of tests per month (assuming a stable workload from
year to year):

SEM 5 SD/√n

The appropriate chart was then drawn up with control lines
indicating the position of the mean and limits defined as62 or 3
SEM. For each monthly point, the arithmetic mean sperm count was
plotted on the chart. Monthly means falling outside the chosen outer
limits were investigated. In addition, the chart was examined for
consistent trends or runs. For example, six consecutive points on the
same side of the mean would suggest that the population mean had
changed (P , 0.02); similarly, two consecutive points outside 2 SEM
on the same side of the mean would be highly improbable (P ,
0.001) if the test procedure was still in control. In monitoring these
charts, it is important to recall that the limits are based on the average
monthly sample size from a previous year’s data – a much smaller
actual sample size for a particular current month would mean that
the real limits for that month are wider than those drawn on the chart.
The actual limits for that month can then be accurately calculated
(SD/√n) and drawn in. However, for most purposes the limits
calculated using the average monthly sample sizes are quite adequate.
Those laboratories with large fluctuations in workload may need to
draw in stepped confidence limits on their charts.

Results

Sperm counts (n 5 1915) from 1994 were used as the baseline
data for drawing up the monthly means charts. The heavily
skewed distribution of the original data is evident from
Figure 1. The mean sperm count for the 1994 analyses was
79.183106/ml, with an SD of 86.723106/ml. Thus, the SEM



Chart system for sperm monitoring

Figure 1. Frequency distribution of baseline sperm concentration
results for 1994.

Figure 2. Monthly means control chart for sperm concentration.

for monthly samples of 160 (i.e. 1915/12) will be 6.9 (round
to 7). The monthly means chart was then constructed using
62 or 3 SEM around the mean (Figure 2). The arithmetic
monthly means for sperm counts were then plotted on the
chart for 1995 to April 1996 data. Two high monthly means
were identified (July 1995, December 1996) and investigated.
The July 1995 mean included three very high counts (722,
512, 528), whilst the December 1996 mean included two high
counts (970, 670). In both months, these few very high counts
were sufficient to increase the monthly mean by ~10, thus
explaining the unusually high means. Further investigation
indicated that these counts had been calculated and recorded
correctly. There was therefore no evidence that these high
means were due to any errors or changes in laboratory
procedures.

The utility of the central limit theorem for monthly means
of sperm counts was evident from the relatively normal
distribution of the monthly means (grand mean5 81.6,
median5 81, skewness5 0.4) versus the original individual
counts for 1994 (mean5 79.2, median5 55, skewness5 2.6).

Discussion

The results of this investigation suggest that simple charts of
the arithmetic means of semen variables can provide a useful
method for the long term monitoring of laboratory output,
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Figure 3. Monthly means from Figure 2 replotted with 10% bias.

with the potential to detect consistent errors or drift in mean
values. Knuthet al. (1989) suggested the use of monthly
means charts for semen variables; however, their system
required relatively complex statistical procedures to detect
significant differences in monthly means. In contrast, the
system developed during the present study requires mainly
visual appraisal coupled with simple probability calculations
and further investigations if indicated. Thus, the present system
would be more amenable to routine use in many laboratories.
If the mean or SD of the patient population alters due to an
identifiable change in the patient mix, or to changes in
laboratory procedure, then it may be necessary to analyse a
new set of baseline data to determine the new mean and
chart limits.

In order to demonstrate the sensitivity of the monthly means
QAP, Figure 3 illustrates the effect on the chart of a 10%
increment in the original monthly means shown in Figure 2.
It is apparent that a consistent 10% shift in sperm concentration
would be readily detectable by the laboratory manager, without
necessarily performing any further statistical analysis. Errors
of this magnitude can result from counting chambers having
incorrect dimensions, or dilution errors due to poorly serviced
pipettes. The practical benefits of monthly means monitoring
for sperm motility and morphology have been demonstrated
previously by Knuthet al. (1989) and Cooperet al. (1992).
However, in order to allow a more rapid response to changes
in laboratory output, larger laboratories may wish to plot
weekly or fortnightly means.

Other important components of internal QAP include the
training of new technicians, regular ‘blind’ comparisons
between trained technicians using pooled semen, and regular
calibration of pipettes, counting chambers and weighing
balances. However, it is important that the laboratory manager
has realistic expectations concerning the accuracy and precision
of the procedures performed in the andrology laboratory (see
Barratt, 1995). For example, because cells in a haemocytometer
approximate a Poisson distribution (Barnett, 1979; Sokal and
Rohlf, 1981), the minimum SD of a sperm count (using one
side of the haemocytometer) will be equal to the square-root
of the number of sperm counted (e.g.n 5 200, SD 5 14,
confidence limits of628). Thus, the 95% confidence limits
for a sample with a mean concentration of 1003106/ml, would
range from 86 to 1143106/ml. Greater precision may be
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obtained by counting more squares in the chamber and/or by
counting both sides of the haemocytometer.

In conclusion, the monthly means chart described in this
paper provides a simple, robust quality control procedure for
monitoring laboratory output for skewed semen variables such
as sperm concentration. An optional refinement to the present
procedure could involve the substitution of the 5% trimmed
mean, which would minimize the potential bias created by a
few very high counts. Initial investigation suggests that the
same monthly means procedure is applicable to sperm motility
and morphology.
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